Malposition of the epiglottis associated with fiberoptic intubation.
A case in which the epiglottis was tucked into the laryngeal inlet by advancement of an endotracheal tube (ETT) during fiberoptic intubation, is presented. In this case, pulling the fibroscope, which was advanced under the displaced epiglottis, was effective for restoration.